taiaau  oi  K.ariaarog 


csi-32  J UL  2 3 

Thermometers,  Clinical 


7 


u 


U.  S.  DEPARTMENT  OF  COMMERCE 

BUREAU  OF  STANDARDS 


CLINICAL  THERMOMETERS 


COMMERCIAL  STANDARD  CSl-32 


--nX'O'-  _ 




W’’ %.  ■ ■ 


A RECORDED  STANDARIX 
OF  THE  INDUSTRY 


National  Bureau  ot  Standards 

SEP  3 1947 

u>\(^&0 


Below  are  described  some  of  the  series  of  publications  of  the 
Department  of  Commerce  which  deal  with  various  phases  of  waste 
elimination : 

Simplified  Practice  Recommendations. 

These  present  in  detail  the  development  of  programs  to  eliminate  unneces- 
sary variety  in  sizes,  dimensions,  styles,  and  types  of  over  130  commodities. 
They  also  contain  lists  of  associations  and  individuals  who  have  indicated 
their  intention  to  adhere  to  the  recommendations.  These  simplified  sched- 
ules, as  formulated  and  approved  by  the  industries,  are  indorsed  by  the 
Department  of  Commerce. 

American  Marine  Standards. 

These  are  promulgated  by  the  American  Marine  Standards  Committee, 
which  is  controlled  by  the  marine  industry  and  administered  as  a unit  of 
the  division  of  simplified  practice.  Their  object  is  to  promote  economy  in 
construction,  equipment,  maintenance,  and  operation  of  ships.  In  general, 
they  provide  for  simplification  and  improvement  of  design,  interchangeability 
of  parts,  and  minimum  requisites  of  quality  for  efiicient  and  safe  operation. 

Commercial  Standards. 

These  are  developed  by  various  industries  under  a procedure  similar  to 
that  of  simplified  practice  recommendations.  They  are,  however,  primarily 
concerned  with  considerations  of  grade,  quality,  and  such  other  characteris- 
tics as  are  outside  the  scope  of  dimensional  simplification. 

Lists  of  ^he  publications  in  each  of  the  above  series  can  be  obtained 
by  appryin‘g:tp*{he»B,ureau  of  Standards,  Washington,  D.  C. 
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CLINICAL  THERMOMETERS 


ACCEPTORS 


ASSOCIATIONS 

American  Home  Economics  Associa- 
tion, Washington,  D.  C.  (in  princi- 
ple). 

American  Hospital  Association,  Chi- 
cago, 111. 

American  Protestant  Hospital  Associa- 
tion, Cincinnati,  Ohio. 

American  Sanatorium  Association, 
New  York,  N.  Y. 

Missouri  Pacific  Railroad  and  Hos- 
pital Association,  St.  Louis,  Mo. 

National  Association  of  Retail  Drug- 
gists, Chicago,  111. 

National  Safety  Council,  Chicago,  111. 

National  Wholesale  Druggists  Associa- 
tion, New  York,  N.  Y. 

National  Wholesale  Druggists  Associa- 
tion, ¥/ashington,  D.  C. 

Pennsylvania,  Hospital  Association  of, 
Sayre,  Pa. 

FIRMS,  HOSPITALS,  AND  PHYSICIANS 

Abington  Memorial  Hospital,  Abington, 
Pa. 

Addis  Instrument  Co.,  Brooklyn,  N.  Y. 

Agnews  State  Hospital,  Agnew,  Calif. 

Akron,  The  City  Hospital  of,  Akron, 
Ohio. 

Alameda  County  Hospital,  Oakland, 
Calif. 

Allegheny  General  Hospital,  Pitts- 
burgh, Pa. 

American  Hospital  Supply  Corpora- 
tion, Chicago,  111. 

Angel  Guardian  Orphanage,  Chicago,  111. 

Arizona  State  Hospital,  Phoenix,  Ariz. 

Arnot-Ogden  Memorial  Hospital,  El- 
mira, N.  Y. 

Atlantic  City  Hospital,  Atlantic  City, 

N.  J. 

Auburn  City  Hospital,  The,  Auburn, 

N.  Y. 

Auburn  Park  Hospital,  Chicago,  111. 

Augustana  Hospital,  Chicago,  III. 

Babies  Hospital  of  the  City  of  New 
York,  The,  New  York,  N.  Y. 

Baltimore  City  Hospitals,  Baltimore, 
Md. 

Bangor  State  Hospital,  Bangor,  Me. 

Baptist  State  Hospital,  Little  Rock, 
Ark. 


Barnert  Memorial  Hospital,  Paterson, 

N.  J. 

Bauer  Thermometer  Co.  (Inc.),  New 
York,  N.  Y. 

Beeton,  Dickinson  & Co.,  Rutherford, 

N.  J. 

Beekman  Street  Hospital,  New  York, 

N.  Y. 

Beth  David  Hospital,  New  York,  N.  Y. 
Bethlehem  Steel  Corporation,  Bethle- 
hem, Pa. 

Beth  Moses  Hospital,  Brooklyn,  N.  Y. 
Betz  Co.,  Frank  S.,  Hammond,  Ind. 
Binghamton  State  Hospital,  Bingham- 
ton, N.  Y. 

Bismarck  Hospital,  Bismarck,  N.  Dak. 
Blodgett  Memorial  Hospital,  Grand 
Rapids,  Mich. 

Boston  City  Hospital,  Boston,  Mass. 
Bradford  Hospital,  Bradford,  Pa. 
Bridgeport  Department  of  Public  Wel- 
fare, Bridgeport,  Conn. 

Brigham  Hospital,  Peter  Bent,  Boston, 
Mass,  (in  principle). 

Brigham  Hospital,  Robert  Breck,  Bos- 
ton, Mass. 

Broadlawns  Hospital,  Des  Moines, 
Iowa. 

Brockton  Hospital,  The,  Brockton, 
Mass. 

Brodsky  Thermometer  Co.,  Charles, 
Maspeth,  Long  Island,  N.  Y. 

Bronson  Methodist  Hospital,  Kala- 
mazoo, Mich. 

Bronx  Hospital,  The,  Bronx,  N.  Y. 
Brooklyn  Thermometer  Co.,  Middle- 
town,  N.  Y. 

Bryn  Mawr  Hospital,  The,  Bryn  Mawr, 
Pa 

Buffalo  City  Hospital,  Buffalo,  N.  Y. 
Buhl  Hospital,  The  Christian  H., 
Sharon,  Pa. 

California  Hospital,  The,  Los  Angeles, 
Calif. 

California,  State  of,  Sacramento,  Calif. 
Central  Louisiana  State  Hospital, 
Pineville,  La. 

Central  State  Hospital,  Lakeland,  Ky. 
Charleston  General  Hospital,  Charles- 
ton, W.  Va. 

Chester  County  Hospital,  The,  West 
Chester,  Pa. 

Chester  Hospital,  Chester,  Pa. 

Chicago  State  Hospital,  Chicago,  111. 
Children’s  Hospital,  The,  Denver,  Colo. 
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Children’s  Hospital  of  Philadelphia, 
The,  Philadelphia,  Pa. 

Children’s  Hospital  of  Pittsburgh, 
Pittsburgh,  Pa. 

Children’s  Memorial  Hospital,  The, 
Chicago,  111. 

Christ  Hospital,  Jersey  City,  N.  J. 

Church  Home  and  Infirmary,  The, 
Baltimore,  Md. 

Cincinnati  General  Hospital,  Cincin- 
nati, Ohio. 

Clarinda  State  Hospital,  Clarinda, 
Iowa. 

Clarkson  Memorial  Hospital,  Bishop, 
Omaha,  Nebr. 

Cleveland  City  Hospital,  Cleveland, 
Ohio. 

Cleveland  State  Hospital,  Cleveland, 
Ohio. 

Clifton  Springs  Sanitarium  Co.,  Clif- 
ton Springs,  N.  Y. 

Clinical  Thermometer  Laboratory. 
Brooklyn,  N.  Y. 

Cole,  A.  V.,  M.  D.,  East  Chicago,  Ind. 

Colorado  State  Hospital,  Pueblo,  Colo. 

Columbia  Hospital,  Wilkinsburg,  Pa. 

Columbia  Hospital  for  Women  and 
Lying-In  Asylum,  Washington,  D.  C. 

Columbus  State  Hospital,  Columbus, 
Ohio. 

Connecticut  State  Hospital,  Middle- 
town,  Conn. 

Cook  County  Hospital,  Chicago,  111. 

Craig  Colony,  Sonyea,  N.  Y. 

Danvers  State  Hospital,  Danvers, 
Mass. 

Danville  State  Hospital,  Danville,  Pa. 

Delaware  County  Hospital,  Drexel 
Hill,  Pa. 

Delaware  Hospital,  Wilmington,  Del. 

Des  Moines  Drug  Co.,  Des  Moines, 
Iowa. 

Dixon  State  Hospital,  Dixon,  111. 

Duval  County  Hospital,  Jacksonville, 
Fla. 

Eastern  Oklahoma  Hospital,  Vinita, 
Okla. 

Eastern  Oregon  State  Hospital,  Pen- 
dleton, Oreg. 

Easton  Hospital,  Easton,  Pa. 

Edgerly  & Co.,  J.  W.,  Ottumwa,  Iowa. 

Eisele  & Co.,  Nashville,  Tenn. 

Elizabeth  General  Hospital,  Elizabeth, 
N.  J. 

Elliott  Co.,  B.  K.,  Pittsburgh,  Pa. 

El  Paso  City-County  Hospital,  El 
Paso,  Tex. 

Emrose  Thermometer  Co.,  New  York, 
N.  Y. 

Englewood  Hospital,  Englewood,  N.  J. 

Evangelical  Deaconess  Hospital,  De- 
troit, Mich. 

Evangelical  Deaconess  Hospital, 
Marshalltown,  Iowa. 

Ex-Ell  Instrument  Corporation, 
Brooklyn,  N.  Y. 


Faichney  Instrument  Corporation, 
Watertown,  N.  Y. 

Faxton  Hospital  (Inc.),  Utica,  N.  Y. 

Fifth  Avenue  Hospital  of  the  City  of 
New  York,  New  York,  N.  Y. 

Fisher  Scientific  Co.,  Pittsburgh,  Pa. 

Fletcher  Hospital,  Mary,  Burlington, 
Vt. 

Flower  Hospital,  New  York,  N.  Y. 

Flower  Hospital,  Toledo,  Ohio. 

Fordham  Hospital,  Bronx,  N.  Y. 

Ford  Hospital,  Henry,  Detroit,  Mich. 

Fort  Sanders  Hospital,  Knoxville, 
Tenn. 

Fort  Worth,  City  of.  Fort  Worth,  Tex. 

Fox-Vliet  Drug  Co.,  Wichita,  Kans. 

Franklin  Square  Hospital,  Baltimore, 
Md. 

French  Hospital,  San  Francisco,  Calif. 

Garfield  Memorial  Hospital,  Washing- 
ton, D.  C, 

Garfield  Park  Hospital,  Chicago,  111. 

Geer  Drug  Co.,  The,  Charleston,  S.  O. 

Gem  Thermometer  Co.  (Inc.),  New 
York,  N.  Y. 

General  Thermometer  Co.,  Brooklyn, 

N.  Y. 

Germantown  Dispensary  and  Hospital, 
Philadelphia,  Pa. 

Gillette  State  Hospital,  St  Paul,  Minn. 

Gilpin  Co.,  The  Henry  B.,  Baltimore, 
Md. 

Good  Samaritan  Hospital,  Portland, 
Oreg. 

Grace  Hospital,  New  Haven,  Conn. 

Grandview  Hospital,  La  Crosse,  Wis. 

Grant  Hospital  of  Chicago,  Chicago^ 

111. 

Grasslands  Hospital,  Valhalla,  N.  Y. 

Greiner  Thermometer  Co.,  The,  New 
York,  N.  Y. 

Gunderson  Clinic,  La  Crosse,  Wis. 

Hackley  Hospital,  Muskegon,  Mich. 

Hahnemann  Hospital,  Scranton,  Pa. 

Hahnemann  Medical  College  and  Hos- 
pital, Philadelphia,  Pa. 

Hamot  Hospital,  Erie,  Pa. 

Hanson,  William  T.,  State  Farm,  Mass. 

Harrisburg  Hospital,  Harrisburg,  Pa. 

Harrisburg  Polyclinic  Hospital,  Har- 
risburg, Pa. 

Hartford  Hospital,  Hartford,  Conn. 

Hiergesell  Bros.,  Philadelphia,  Pa. 

Highland  Hospital,  Rochester,  N,  Y. 

Highland  Park  General  Hospital,  High- 
land Park,  Mich. 

Hollywood  Hospital,  Hollywood,  Calif. 

Holy  Name  Hospital,  Teaneck,  N.  J. 

Holyoke  Hospital,  Holyoke,  Mass. 

Homeopathic  Hospital  of  Rhode  Is- 
land, Providence,  R.  I. 

Hospital  Bureau  of  Standards  and 
Supplies,  New  York,  N.  Y. 

Hospital  (Plottages  for  Children,  The, 
Baldwinville,  Mass. 
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Hospital  for  Children  and  Training 
School  for  Nurses,  San  Francisco, 
Calif. 

Hospital  for  Joint  Diseases,  New  York, 

N.  Y. 

Hospital  Management,  Chicago,  111. 
(in  principle). 

Hospital  of  the  Good  Samaritan,  The, 
Los  Angeles,  Calif. 

Hospital  of  tlie  University  of  Pennsyl- 
vania, Philadelphia,  Pa. 

House  of  Mercy  Hospital,  Pittsfield, 
Mass. 

House  of  the  Good  Samaritan,  Water- 
town,  N.  Y. 

Hubbard,  Son  & Co.  (Inc.),  Charles, 
Syracuse,  N.  Y. 

Hudson  Thermometer  Co.,  New  York, 

N.  Y. 

Hurley  Hospital,  Flint,  Mich. 

Huron  Road  Hospital,  Cleveland,  Ohio. 
Illinois  Soldiers  & Sailors  Home, 
Quincy,  111. 

Indiana  State  Soldiers’  Home  Hospi- 
tal, LaFayette,  Ind. 

Indiana  University  School  of  Medi- 
cine and  Hospitals,  Indianapolis, 
Ind. 

Institution  for  Feeble-Minded  Chil- 
dren, Glen  wood,  Iowa. 

Iowa  Training  School  for  Boys  Hospi- 
tal, Eldora,  Iowa. 

Ithaca  Memorial  Hospital,  Ithaca, 

N.  Y. 

Jefferson  Davis  Hospital,  Houston, 
Tex. 

Jefferson  Hospital,  Philadelphia,  Pa. 
Jewish  Hospital,  Cincinnati,  Ohio. 
Johns  Hopkins  Hospital,  Baltimore, 
Md. 

Justice  Drug  Co.,  Greensboro,  N.  C. 
Kahler  Corporation,  The,  Rochester, 
Minn. 

Karle  Thermometer  & Instrument  Co., 
Passaic,  N.  J. 

Kessling  Thermometer  Co.,  E.,  Brook- 
lyn, N.  Y. 

Kiefer- Stewart  Co.,  Indianapolis,  Ind. 
King’s  Daughters’  Hospital,  Greenville, 
Miss. 

Knickerbocker  Hospital,  New  York, 

N.  Y. 

Kohlmeyer,  William  P.,  Brooklyn,  N.  Y. 
LaFayette  Home  Hospital,  LaFayette, 
Ind. 

Lancaster  General  Hospital,  The,  Lan- 
caster, Pa. 

Lankenau  Hospital,  The,  Philadelphia, 
Pa. 

Latter  Day  Saints  Hospital,  Salt  Lake 
City,  Utah. 

Lawrence  General  Hospital,  Lawrence, 
Mass. 

Lawrence  and  Memorials  Associated 
Hospitals,  New  London,  Conn. 

Lima  State  Hospital,  Lima,  Ohio. 


Lincoln  State  School  and  Colony,  Lin- 
coln, 111. 

Long  Memorial  Hospital,  Crawford  W., 
Atlanta,  Ga. 

Los  Angeles  County  General  Hospital, 
The,  Los  Angeles,  Calif. 

Louisville  City  Hospital,  Louisville, 
Ky. 

Luther  Hospital,  Eau  Claire,  Wis. 

MacGregor  Instrument  Co.,  Needham, 
Mass. 

Macy  & Co.  (Inc.),  R.  H.,  New  York, 
N.  Y. 

Madison  State  Hospital,  North  Madi- 
son, Ind. 

Mahady  Co.,  E.  F.,  Boston,  Mass. 

Mary  Day  Nursery  and  Children’s 
Hospital,  The,  Akron,  Ohio. 

Maryland,  State  of,  Central  Purchas- 
ing Bureau,  Baltimore,  Md. 

Massachusetts  Department  of  Mental 
Diseases,  Boston,  Mass. 

Massachusetts  General  Hospital,  Bos- 
ton, Mass. 

Massillon  State  Hospital,  Massillon, 
Ohio. 

McKeesport  Hospital,  McKeesport,  Pa. 

McKesson  & Robbins  (Inc.),  New 
York,  N.  Y. 

McKesson-Peter-Neat-Richardson  Co., 
Louisville,  Ky. 

McKesson-Western  Wholesale  Drug 
Co.  (Ltd.),  Los  Angeles,  Calif. 

McKesson-Whittlesey  Co.,  New  Haven, 
Conn. 

McKinley  Memorial  Hospital,  The  Wil- 
liam, Trenton,  N.  J. 

Memorial  Hospital,  The,  Worcester, 
Mass. 

Mercer  Hospital,  Trenton,  N.  J. 

Mercy  Hospital,  Hamilton,  Ohio. 

Mercy  Hospital,  Wilkes-Barre,  Pa. 

Mercy  Hospital  of  Canton,  Canton, 
Ohio. 

Methodist  Episcopal  Hospital,  Phila- 
delphia, Pa. 

Michigan  Board  of  Pharmacy,  Lan- 
sing, Mich. 

Michigan  Department  of  Agriculture, 
Lansing,  Mich,  (in  principle). 

Midway  Hospital,  St.  Paul,  Minn. 

Millard  Fillmore  Hospital,  Buffalo, 

N.  Y. 

Miller  Drug  Sundry  Co.,  Baltimore, 
Md.  (in  principle). 

Milwaukee  Children’s  Hospital,  Mil- 
waukee, Wis. 

Minneapolis  General  Hospital,  Min- 
neapolis, Minn. 

Minnesota  School  for  Feeble  Minded, 
Faribault,  Minn. 

Misericordia  Hospital,  Philadelphia, 
Pa. 

Moeller  Instrument  Co.,  Brooklyn, 

N.  Y. 
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Monson  State  Hospital,  Palmer,  Mass. 
Montefiore  Hospital  Association  of 
Pennsylvania,  Pittsburgh,  Pa. 
Morningside  Hospital,  Tulsa,  Okla. 
Morristown  Memorial  Plospital,  Mor- 
ristown, N.  J. 

Mountainside  Hospital,  Montclair, 

N.  J. 

Mount  Sinai  Hospital,  New  York,  N.  Y. 
Mount  Sinai  Hospital  of  Cleveland, 
Cleveland,  Ohio. 

Muhlenberg  Hospital,  Plainfield,  N.  J. 
National  Thermometer  Co.,  New  York, 

N.  Y. 

Nebraska  Institution  for  Feeble 
Minded,  Beatrice,  Nebr. 

Newark  City  Hospital,  Newark,  N.  J. 
Newark  State  School,  Nev/ark,  N.  Y. 
New  Castle  Hospital,  New  Castle,  Pa. 
New  Hampshire,  State  of.  Concord, 
N.  H. 

New  Haven  Hospital,  New  Haven, 
Conn. 

New  Rochelle  Hospital,  New  Rochelle, 

N.  Y. 

Newton  Hospital  (Inc.),  Newton  Low- 
er Palls,  Mass. 

New  York  Homeopathic  Medical  Col- 
lege and  Flower  Hospital,  New 
York,  N.  Y. 

New  York  Hospital,  New  York,  N.  Y. 
New  York  Polyclinic  Hospital,  New 
York,  N.  Y. 

Nevr  York  Post-Graduate  Hospital, 
New  York,  N.  Y. 

New  York  State  Department  of  Health, 
Division  of  Laboratories  and  Re- 
search, AJbany,  N.  Y.  (in  principle). 
Niagara  Falls  Memorial  Hospital,  The, 
Niagara  Palls,  N.  Y. 

North  Adams  Hospital,  North  Adams, 
Mass. 

North  Carolina  Orthopedic  Hospital, 
Gastonia,  N.  C. 

North  Dakota  State  Hospital  for  the 
Insane,  Jamestown,  N.  Dak. 
Northern  Pacific  Hospital,  Tacoma, 
Wash. 

Northern  Wisconsin  Colony  and  Train- 
ing School,  Chippewa  Falls,  Wis. 
Nortliv/estern  University,  Chicago,  111. 
(in  principle). 

Norton  Memorial  Infirmary,  John  N., 
Louisville,  Ky. 

Oak  Park  Hospital  and  Training 
School,  Oak  Park,  111. 

Ohio  Hospital  for  Epileptics,  Gallipo- 
lis,  Ohio. 

Oklahoma  State  University  Plospital, 
Oklahoma  City,  Okla. 

Orange  Memorial  Hospital,  Orange, 

N.  J. 

Orthopaedic  Hospital-School,  Los  An- 
geles, Calif. 

Packer  Hospital,  Robert,  Sayre,  Pa. 


Passavant  Hospital,  The,  Pittsburgh, 
Pa. 

Paterson  General  Hospital,  Paterson, 

N.  J. 

Pecorella  Manufacturing  Co.,  Brook- 
lyn, N.  Y. 

Pennsylvania  Hospital,  Philadelphia, 
Pa. 

Peoples  Hospital  Co.,  The,  Akron,  Ohio. 
Peralta  Hospital,  Oakland,  Calif. 
Philadelphia  General  Hospital,  Phila- 
delphia, Pa. 

Physicians  Supply  Co.  of  Philadelphia, 
Philadelphia,  Pa. 

Piedmont  Hospital,  Atlanta,  Ga. 
Pittsburg  City  Home  and  Hospitals, 
Mayview,  Pa. 

Presbyterian  Hospital  in  Philadelphia, 
The,  Philadelphia,  Pa. 

Presbyterian  Hospital  of  the  City  of 
Chicago,  The,  Chicago,  111. 

Queen  of  Angels  Hospital,  Los  An- 
geles, Calif. 

Randall  Allied  Manufacturers,  New 
York,  N.  Y. 

Reading  Hospital,  The,  West  Reading, 
Pa. 

Receiving  Hospital,  Detroit,  Mich. 

Reid  Memorial  Hospital,  Richmond, 
Ind. 

Rhode  Island  State  Public  Welfare 
Commission,  Howard,  R.  I. 

Rider  Co.,  P.  L.,  Worcester,  Mass. 
Riverside  County  Plospital,  Arlington, 
Calif. 

Riverside  Hospital,  Paducah,  K.y. 
Rochester  General  Hospital,  Rochester, 

N.  Y. 

Rockefeller  Institute  for  Medical  Re- 
search, The,  New  York,  N.  Y. 
Rockingham  Memorial  Hospital, 
Harrisonburg,  Va, 

Ross  (Inc.),  Will,  Milwaukee,  Wis. 
Ruckstuhl,  Charles  S.,  St.  Louis,  Mo. 
Sacred  Pleart  Sanitarium,  Milwaukee, 
Wis. 

Saginaw  General  Hospital,  Saginaw, 
Mich. 

St.  Anthony’s  Hospital,  Rock  Island, 
111. 

St.  Barnabas  Plospital,  Minneapolis, 
Minn. 

St.  Catharine’s  Hospital,  Brooklyn, 

N.  Y. 

St.  Elizabeth’s  Hospital,  Brighton, 
Mass. 

St.  Francis  Hospital,  Grand  Island, 
Nebr. 

St.  Francis  Hospital,  Jersey  City,  N.  J. 
St.  John’s  Hospital,  Springfield,  111. 

St.  Joseph’s  Hospital,  Milwaukee,  Wis. 
St.  Joseph’s  Hospital,  St.  Joseph,  Mo. 
St.  Joseph’s  Plospital  (Inc.),  St.  Paul, 
Minn. 

St.  Joseph’s  Hospital,  The,  Yonkers, 
N.  Y.  (in  principle). 
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St.  Joseph  Mercy  Hospital,  Ann  Arbor, 
Mich. 

St.  Joseph  Mercy  Hospital.  Detroit, 
Mich. 

St.  Louis  Children’s  Hospital,  St. 
Louis,  Mo. 

St.  Luke’s  Hospital,  Denver,  Colo. 

St.  Luke’s  Hospital,  Fargo,  N.  Dak. 

St.  Luke’s  Hospital,  Jacksonville,  Fla. 

St.  Luke’s  Hospital,  Milwaukee,  Wis. 

St.  Luke’s  Hospital,  New  Bedford, 
Mass. 

St.  Luke’s  Hospital,  Racine,  Wis.  (in 
principle). 

St.  Luke’s  Hospital,  St.  Louis,  Mo. 

St.  Luke’s  Hospital,  St.  Paul,  Minn. 

St.  Luke’s  Hospital,  Utica,  N.  Y. 

St.  Luke’s  Hospital  and  Nurses  Train- 
ing School,  Boise,  Idaho. 

St.  Margaret’s  Hospital,  Kansas  City, 
Kans. 

St.  Mary’s  Hospital,  Minneapolis, 
Minn. 

St.  Mary’s  Hospital,  Wausau,  Wis. 

St.  Nicholas  Hospital,  Sheboygan,  Wis. 

Salem  Hospital,  Salem,  Mass. 

San  Diego  County  Hospital,  San  Diego, 
Calif. 

Santa  Barbara  Cottage  Hospital, 
Santa  Barbara,  Calif. 

Santa  Be  Bureau  of  Public  Health, 
Santa  Fe,  N.  Mex. 

Santa  Fe  Coast  Lines  Hospital  Asso- 
ciation, Los  Angeles,  Calif. 

Santa  Fe  Hospital  Association,  To- 
peka, Kans. 

Scherrer,  Albert,  New  York,  N.  Y. 

Schlegelmilch  Bros.,  Long  Island  City, 

N.  Y. 

Schneider,  R.  F.,  Jersey  City,  N.  J. 

Scranton  State  Hospital,  Scranton, 
Pa. 

Schreffelin  & Co.,  New  York,  N.  Y. 

Sealy  Hospital,  John,  Galveston,  Tex. 

Seaside  Hospital  (St.  John’s  Guild), 
New  York,  N.  Y. 

Seaside  Hospital  of  Long  Beach,  The, 
Long  Beach,  Calif. 

Simplification  and  Standardization 
Committee  (American  Hospital  As- 
sociation), Philadelphia,  Pa. 

Smith-Faus  Drug  Co.,  Salt  Lake  City, 
Utah. 

Smith  Pharmacal  Co.,  Carroll  Dun- 
ham, New  York,  N.  Y. 

Sonoma  State  Home,  Eldridge,  Calif. 

Southern  Methodist  Hospital  and  San- 
atorium, Tucson,  Ariz. 

Sparrow  Hospital,  Edward  W.,  Lan- 
sing, Mich. 

Spartanburg  General , Hospital,  Spar- 
tanburg, S.  C. 

Spencer  State  Hospital,  Spencer,  W. 
Va. 

Springfield  City  Hospital,  Springfield, 
Ohio. 


Springfield  State  Hospital,  Sykesville, 
Md. 

Sterling  Thermometer  Co.,  Brooklyn, 
N.  Y. 

Strong  Memorial  Hospital,  Rochester, 
N.  Y. 

Stuart  Circle  Hospital  Corporation, 
Richmond,  Va. 

Suburban  General  Hospital,  Bellevue, 
Pa. 

Sutter  Hospital,  Sacramento,  Calif. 

Sydenham  Hospital,  New  York,  N.  Y. 

Taylor  Instrument  Co.,  Rochester, 
N.  Y. 

Touro  Infirmary,  New  Orleans,  La. 

Troy  Hospital  Association,  The,  Troy, 

N.  Y. 

Union  Hospital,  Terre  Haute,  Ind. 

Union  Hospital  in  Fall  River,  Fall 
River,  Mass. 

Uniontown  Hospital,  Uniontown,  Pa. 

United  Church  Hospital  Association, 
Minneapolis,  Minn. 

University  Hospital,  Augusta,  Ga. 

University  Hospital,  Baltimore,  Md. 

University  Hospitals,  Iowa  City,  Iowa. 

University  Hospitals  of  Cleveland,  The, 
Cleveland,  Ohio. 

University  of  California  Hospital,  Sau 
Francisco,  Calif. 

University  of  Colorado  School  of  Medi- 
cine and  Hospitals,  Denver,  Colo. 

University  of  Pennsylvania,  Philadel- 
phia, Pa. 

Upjohn  Co.,  The,  Kalamazoo,  Mich. 

Utah  State  Hospital,  Provo,  Utah. 

Utica  State  Hospital,  Utica,  N.  Y. 

Van  Amber  Clinical  Blanks,  C.  F., 
Watertown,  N.  Y. 

Walker  Hospital,  Evansville,  Ind. 

Walker  Memorial  Hospital,  James, 
Wilmington,  N.  C. 

Washington  County  Hospital  Associa- 
tion, Hagerstown,  Md. 

Waterbury  Hospital,  Waterbury,  Conn. 

Wesley  Memorial  Hospital,  Chicago, 

111. 

Wesley  Memorial  Hospital,  Emory 
University,  Ga. 

y/esson  Memorial  Hospital,  Spring- 
field,  Mass. 

West  Baltimore  General  Hospital,  Bal- 
timore, Md. 

Western  Pennsylvania  Hospital,  The, 
Pittsburgh,  Pa. 

Westwood  Hospital,  Westwood,  Calif. 

Wilkes-Barre  General  Hospital,  Wilkes- 
Barre,  Pa. 

Willard  Hospital,  Frances  E..  Chicago, 

111. 

Wisconsin,  State  of,  Madison,  Wis.  (in 
principle) . 

Wocher  & Son  Co.,  The  Max,  Cincin- 
nati, Ohio. 

Woonsocket  Hospital,  Woonsocket, 
R.  I. 


ACCEPTORS 
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Worcester  City  Hospital,  Worcester, 
Mass. 

Yanktown  State  Hospital,  Yankton,  S. 
Dak. 

Youngstown  Hospital  Association,  The, 
Youngstown,  Ohio. 

GOVERNMENT 

Battle  Mountain  Sanatorium,  Hot 
Springs,  S.  Dak. 

New  York  General  Depot,  Laboratory, 
Medical  Section,  Brooklyn,  N.  Y. 

St.  Elizabeths  Hospital,  Washington, 

D.  C. 

Station  Hospital,  Fort  Benning,  Ga. 
Station  Hospital,  Fort  Sill,  Okla.  (in 
principle) . 

Station  Hospital,  Jefferson  Barracks, 
Mo. 

United  States  Marine  Hospital,  San 
Francisco,  Calif. 

United  States  Naval  Hospital,  Great 
Lakes,  111.  (in  principle). 


United  States  Soldiers’  Home  Hospital, 
Washington,  D.  C. 

Veterans’  Administration  Home,  John- 
son City,  Tenn. 

Veterans’  Administration,  Hines,  111. 

Veterans’  Administration,  Milwaukee, 
Wis. 

Veterans’  Administration  Hospital, 
North  Little  Rock,  Ark. 

Veterans’  Administration  Hospital, 
Palo  Alto,  Calif. 

Veterans’  Administration  Hospital, 
Marion,  Ind. 

United  States  Public  Health  Service, 
Leavenworth,  Kans. 

National  Institute  of  Health,  United 
State  Public  Health  Service,  Wash- 
ington, D.  C. 

Interior  Department,  Washington, 

D.  C. 

United  States  Treasury  Department, 
Washington,  D.  C. 


PROMULGATION  STATEMENT  FOR  CLINICAL 
THERMOMETERS 


On  March  30,  1928,  a general  conference  of  representative  manu- 
facturers, distributors,  users,  and  representatives  of  laboratories 
adopted  a commercial  standard  for  clinical  thermometers  which  was 
accepted  by  the  industry  and  published  as  Commercial  Standard 
CSl-28. 

In  accordance  with  the  recommendation  of  the  standing  commit- 
tee, a recommended  revision  of  this  commercial  standard  was  cir- 
culated on  February  24,  1932,  to  the  industry  for  written  acceptance. 
The  industry  has  since  accepted  this  revision  and  approved  for 
promulgation  by  the  Department  of  Commerce,  through  the  Bureau 
of  Standards,  the  standard  as  shown  herein,  which  is  identified  as 
Commercial  Standard  CSl-32. 

The  recommendation  became  effective  for  new  production  on  June 
1,  1932. 

Promulgation  recommended. 

I.  J.  Fairchild, 

Chiefs  Division  of  Trade  Standards. 

Promulgated. 

George  K.  Burgess, 
Director.,  Bureau  of  Standards. 

Approved. 

R.  P.  Lamont, 
Secretary  of  Conumerce^ 
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COMMERCIAL  STANDARD 

SCOPE 

This  standard  applies  to  maximum  self -registering  thermometers 
of  the  types  commonly  used  for  measuring  body  temperatures.  The 
certificate  specified  in  section  8 of  this  standard,  when  issued  by  a 
manufacturer,  or  certification  by  a testing  laboratory  that  a ther- 
mometer has  been  found  to  meet  the  requirements  of  this  standard, 
means  that  the  thermometer  has  been  examined  and  tested  and  has 
been  found  to  meet  the  requirements  and  has  passed  the  test  specified. 
The  requirements  and  tests  may  be  outlined  as  follows : 

1.  Construction. 

2.  Aging. 

3.  Test  for  permanence  of  pigment. 

4.  Test  for  entrapped  gas. 

5.  Test  for  hard  shakers. 

6.  Tests  for  accuracy. 

7.  Test  for  retreating  index. 

The  tests  should  be  made  in  the  order  listed. 

DETAIL  REQUIREMENTS 

1.  Construction. — All  thermometers  shall  meet  the  following  re- 
quirements as  to  construction: 

{a)  The  bulbs  shall  be  made  of  the  type  of  glass  known  as  “ nor- 
mal ” or  equally  satisfactory  thermometric  glass.  Colored  bulbs  or 
bulbs  blown  from  the  material  of  the  stem  shall  not  be  used. 

(&)  Fahrenheit  thermometers  shall  be  graduated  in  0.2°  F. ; each 
degree  mark  and  the  mark  at  the  normal  point  shall  be  longer  than 
the  intervening  marks. 

(<?)  Centigrade  thermometers  shall  be  graduated  in  0.1°  C. ; each 
degree  and  half-degree  mark  shall  be  longer  than  the  intervening 
marks. 

{d)  The  graduation  marks  shall  be  substantially  straight,  regu^ 
larly  spaced,  of  uniform  width,  and  perpendicular  to  the  axis  of  the 
stem.  The  width  of  the  marks  shall  be  not  greater  than  0.012  inch 
nor  less  than  0.004  inch,  but  the  width  shall  not  in  any  case  be  more 
than  one-half  the  length  of -a  graduation  interval.  (The  length  of  a 
graduation  interval  is  the  distance  from  the  center  of  any  graduation 
mark  to  the  center  of  either  of  the  adjacent  marks.) 

(e)  Numerals  shall  be  etched  on  the  scale  at  even  numbered  degree 
marks  on  Fahrenheit  thermometers  and  at  every  degree  mark  except 
as  hereinafter  provided  on  centigrade  thermometers. 

(/)  There  shall  be  not  more  than  10.0°  F.  or  5.5°  C.  per  inch  of 
scale. 

(g)  The  range  of  scale  shall  be  at  least  from  96.0°  to  106°  F. 
or  35.0°  to  41.0°  C.  The  96.0°  F.  mark  or  the  35.5°  C.  mark  shall 
be  not  less  than  one-half  inch  from  the  top  of  the  constriction;  that 
is,  from  the  point  at  which  the  capillary  resumes  its  normal  shape 
above  the  constriction.  The  106°  F.  or  41°  C.  mark  shall  be  at  least 
one- fourth  inch  from  the  end  of  the  thermometer  or  one-fourth  inch 
below  any  part  of  any  cap  attached  to  the  thermometer. 
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(h)  The  normal  point,  except  for  veterinary  use,  shall  be  desig- 
nated by  an  arrow  or  other  suitable  mark  at  98.6°  on  Fahrenheit 
thermometers  and  in  lieu  of  the  numeral  37  on  centigrade  thermom- 
eters. 

(i)  Each  thermometer  shall  bear  in  legibly  engraved  characters 
the  name  or  trade-mark  of  the  manufacturer  and  either  a serial  num- 
ber, or  a serial  number  and  year,  to  provide  complete  identification. 

(j)  The  marks,  numerals,  and  identification  marks  shall  be  filled 
with  a permanent  pigment,  so  as  to  be  readily  legible. 

(k)  All  thermometers  shall  be  free  from  any  defects  which  impair 
the  accuracy  or  reliability  or  seriously  mar  the  appearance. 

Aging. — All  thermometers  shall  be  aged  for  a period  of  at  least 
four  months,  after  completion  of  the  constriction,  before  being 
tested  for  conformity  with  this  standard. 

S.  Test  for  'permanence  of  pigment. — (<2)  Sample  thermometers 
shall  be  immersed  in  a 5 per  cent  phenol  in  water  solution  for  a 
period  of  one  hour  at  a temperature  between  70°  and  90°  F.  without 
the  indication  of  removal  of  the  coloring  matter  or  its  appearance  in 
the  solution.  All  thermometers  shall  retain  their  pigment  after  the 
completion  of  all  tests  herein  required. 

(Z))  It  is  not  necessary  to  submit  each  individual  thermometer 
to  the  phenol  test,  and  each  thermometer  of  a lot  may  be  considered 
to  have  passed  or  failed  in  this  test,  if  representative  samples  taken 
from  the  lot,  shall  pass  or  fail  in  this  test. 

T Test  for  entrapped  gas — {a)  Gas  in  hulb. — Thermometers  in 
which  inspection  shows  the  presence  of  gas  in  the  bulb,  shall  be 
rejected. 

{h)  Gas  in  'mercury  colwmn. — The  thermometers  shall  be  shaken 
down  if  necessary  and  then  heated  so  that  the  reading  is  about 
96°  F.  or  35.5°  C.  and  the  mercury  above  the  constriction  shall  be 
shaken  toward  the  top  of  the  thermometer.  The  bulbs  shall  then  be 
heated  to  about  106°  F.  or  41°  C.  and  the  thermometers  shaken  down 
as  specified  under  ‘‘  test  for  hard  shakers.”  If  entrapped  gas  is 
found  in  the  mercury  column  at  any  time  after  making  this  test, 
the  thermometer  shall  be  rejected. 

5.  Test  for  hard  shakers. — {a)  All  thermometers,  after  having 
been  heated  to  106°  F.  or  41°  C.  shall  be  mounted  in  a centrifuge, 
and  whirled  at  the  specified  speed.  For  a centrifuge  in  which  the 
ends  of  the  bulbs  are  17  cm  from  the  axis  of  rotation,  the  specified 
speed  is  580  r.  p.  m.  For  a centrifuge  in  which  the  ends  of  the  bulbs 
are  32  cm  from  the  axis  of  rotation,  the  specified  speed  is  400  r.  p.  m. 
The  larger  type  is  preferred.  When  whirled  at  the  specified  speed, 
the  index  shall  fall  below  96°  F.  or  35.5°  C. 

(5)  It  is  not  necessary  to  heat  up  and  shake  down  the  thermom- 
eters especially  for  this  test  since  these  operations  are  performed  dur- 
ing the  “ test  for  entrapped  gas.”  The  thermometers  may,  therefore, 
be  examined  to  determine  whether  the  index  has  fallen  below  96°  F. 
or  35.5°  C.,  after  they  have  been  shaken  down  in  the  test  for  en- 
trapped gas. 

6.  Tests  for  accuracy. — {a)  Thermometers  shall  be  compared  at 
98°,  102°,  and  106°  F.  or  37°,  39°,  and  41°  C.  with  certified  clinical 
standards  by  heating  in  a well-stirred  water  bath,  removing  from 
bath,  and  reading.  Thermometers  not  graduated  above  106°  F.  or 
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41°  C.  may  be  compared  at  105.7°  F.  or  40.8°  C.  The  temperature 
of  the  bath  shall  be  raised  at  a substantially  uniform  rate  during^ 
the  last  two  minutes  before  the  test  temperature  is  reached,  and  the 
rise  during  this  two-minute  period  shall  not  be  less  than  0.15°  F. 
or  0.08°  C.,  nor  more  than  0.20°  F.  or  0.11°  C.  The  thermometers 
shall  be  removed  from  the  bath  as  soon  as  the  temperature  of  test  is 
reached,  except  in  the  second  test  at  106°  F.  or  41°  C.,  where  the 
procedure  specified  under  “ test  for  retreating  index  ” shall  be  fol- 
lowed. After  removing  from  the  bath,  the  thermometers  are  held 
in  a horizontal  position  and  the  readings  observed.  A suitable 
magnifying  glass  should  be  used  and  the  readings  estimated  to  the 
nearest  one-tenth  division  (graduation  interval)  or  if  preferred,  to 
the  nearest  0.01°  on  Fahrenheit  thermometers,  and  recorded.^ 

(h)  Two  independent  comparisons  shall  be  made  at  each  test 
point.  The  average  of  the  two  readings  at  98°  and  102°  F.  or  37° 
and  39°  C.  shall  not  differ  from  the  corrected  indications  of  the 
standard  by  more  than  0.25°  F.  or  0.14°  C.  The  average  of  the  read- 
ings at  106°  F.  or  41°  C.  shall  not  differ  from  the  corrected  indica- 
tions of  the  standard  by  more  than  0.35°  F.  or  0.19°  C. 

(c)  If  the  two  readings  on  any  one  thermometer  at  any  one 
test  point  differ  by  more  than  0.20°  F.  or  0.11°  C.  or  if  the  two 
readings  at  more  than  one  test  point,  on  any  one  thermometer,  differ 
from  each  other  by  more  than  0.15°  F.  or  0.08°  C.,  the  thermometer 
shall  be  rejected  for  failure  to  repeat  readings.  If  the  difference 
between  the  two  readings  at  any  one  (and  only  one)  test  point,  on 
any  one  thermometer,  is  more  than  0.15°  F.  or  0.08°  C.,  but  not 
greater  than  0.20°  F.  or  0.11°  C.,  the  thermometer  shall  be  com- 
pletely retested  at  the  three  test  points.  If  in  the  retest,  the  dif- 
ference between  the  two  readings  at  one  or  more  test  points  exceeds 
0.15°  F.  or  0.08°  C.,  the  thermometer  shall  be  rejected  for  failure  to 
repeat  readings. 

(d)  Errors  in  the  value  of  an  interval  between  adjacent  test  points 
shall  not  exceed  0.35°  F.  or  0.19°  C. 

7.  Test  for  retreating  index. — In  the  first  test  for  accuracy  at 
106°  F.  or  41°  C.  the  thermometers  are  removed  from  the  bath  as 
soon  as  the  test  temperature  is  reached.  In  the  second  test  at 


1 By  the  use  of  a suitable  reading  device,  giving  a magnification  of  about  5 tinofes,  it  is 
a comparatively  simple  matter  to  estimate  the  readings  so  that  the  error  in  reading  rarely 
exceeds  one-tenth  of  a division  ; that  is,  0.02*  on  Fahrenheit  thermometers  or  0.01"  on 
centigrade  thermometers.  It  has  been  found  that  estimating  to  one-tenth  division  is  more 
rapid  than  estimating  to  the  nearest  0.1°,  because  with  the  latter,  there  are  many  doubtful 
cases  which  take  time  to  decide,  while  in  reading  to  one-tenth  division  the  observer  decides 
quickly  because  he  does  not  worry  about  whether  the  reading  should  be,  for  example,  0.04* 
or  0.06°,  on  a Fahrenheit  thermometer,  and  simply  says  one  or  the  other  or,  perhaps.  0.05° 
In  such  a case.  In  this  method  of  reading  one  person  reads  the  thermometers  and  another 
records  the  readings  as  they  are  called  out. 

In  making  the  readings  allowance  should  be  made  for  the  width  of  the  graduation 
marks.  Take,  for  example,  a Fahrenheit  thermometer  in  which  the  width  of  the  mark 
is  0.4  of  the  length  of  a graduation  interval.  The  interval  is  0.2°  so  that  the  width  of 
the  mark  corresponds  to  0.08°.  In  such  a thermometer,  if  the  top  of  the  mercury  column 
Is  opposite  the  middle  of  the  102°  mark,  the  reading  would  be  102°,  while  if  it  were 
opposite  the  lower  edge  of  the  mark  the  reading  would  be  101.96°  and  if  opposite  the 
upper  edge,  the  reading  would  be  102.04°.  A fine  mark  on  a thermometer  with  a very 
open  scale,  say  10°  P.  in  a scale  length  of  2 inches,  would  have  a width  corresponding  to 
about  0.02°  F.  while  the  width  of  a broad  mark  on  a thermometer  having  10°  F.  to  1 inch, 
would  correspond  to  about  0.1°  F. 

Persons  not  familiar  with  clinical  thermometers  can  learn  to  read  satisfactorily,  esti- 
mating to  one-tenth  division,  in  a few  hours  ; on  the  other  hand,  persons  accustonred  to 
reading  clinical  thermometers  to  the  nearest  0.1°  may  find  considerable  difficulty  in  learn- 
ing to  estimate  to  one-tenth  division.  The  use  of  the  method  of  reading  to  one-tenth 
division  is  implied  in  the  ‘‘  tests  for  accuracy,”  and  uniform  and  satisfactory  use  of  these 
tests  depends  upon  using  this  method  of  reading. 
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106°  F.  or  41°  C.  the  bath  is  brought  up  to  the  test  temperature  and 
then  allowed  to  cool  slowly  to  105°  F.  or  40.4°  C.  or  below,  at  a 
uniform  rate  not  exceeding  1°  F.  or  0.65°  C.  in  three  minutes.  The 
thermometers  are  then  removed  from  the  bath  and  read,  and  the 
readings  recorded  as  before.  The  average  of  the  two  reading  on 
each  thermometer  and  their  difference  shall  be  within  the  limits 
specified  under  “ tests  for  accuracy.” 

8.  Gertificate. — {a)  Each  thermometer  certified  by  the  manufac- 
turer shall  be  accompanied  by  a certificate  which  shall  include  the 
following  statement : 


(Place)  (Date) 

We,  the  undersigned  manufacturers,  hereby  certify  that 

our  registering  clinical  thermometer  marked  No.  has 

been  examined  and  tested  and  found  to  meet  all  of  the 
requirements  and  tests  specified  in  the  United  States  De- 
partment of  Commerce  Commercial  Standard  CSl-32  for 
Clinical  Thermometers. 


(Company) 

(5)  It  is  recommended  that  the  following  statements  be  included 
in  the  certificate: 

This  certificate  is  supported  by  a record  of  test  of  this 
thermometer.  This  record  will  be  kept  on  file  at  least  two 
years. 

HISTORY  OF  PROJECT 

On  November  18,  1927,  a committee  representing  the  Associated 
Thermometer  Manufacturers,  a group  of  manufacturers  of  clinical 
thermometers,  requested  the  assistance  of  the  Bureau  of  Standards 
in  establishing  a commercial  standard  for  clinical  thermometers  to 
encourage  the  production  and  sale  of  reliable  instruments. 

A commercial  standard,  based  on  tests  then  in  use  by  the  Bureau 
of  Standards  and  modified  to  represent  the  desires  of  the  entire 
industry,  was  established  and  became  effective  October  1,  1928. 

On  February  19,  1931,  a well-attended  meeting  of  the  advisory 
committee,  composed  of  manufacturers  of  clinical  thermometers  and 
representatives  of  the  Bureau  of  Standards,  was  held  in  New  York, 
N.  Y.,  to  discuss  the  advisability  of  revising  the  commercial  stand- 
ard and  to  suggest  a desirable  form  of  revision.  An  adherence  sur- 
vey was  conducted  in  September  of  that  year,  resulting  in  a reported 
79  per  cent  of  adherence  and  numerous  suggestions  for  the  im- 
provement of  the  standard. 

A strong  desire  was  expressed  for  coordination  of  the  commercial 
standard  with  regulations  enforced  by  various  States  and  munici- 
palities. Accordingly,  a meeting  of  representatives  of  the  standing 
committee  with  representatives  of  the  regulatory  bodies  was  held  in 
New  York,  N.  Y.,  on  January  12,  1932.  As  a result  of  this  meeting 
the  present  revision  was  drafted  by  the  standing  committee  and 
circulated  to  the  industry  for  acceptance. 
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STANDING  COMMITTEE 

A few  changes,  for  the  purpose  of  filling  vacancies,  have  been 
made  in  the  original  standing  committee  appointed  to  consider  annu- 
ally any  comment  or  suggestions  for  the  improvement  of  the  com- 
mercial standard.  The  personnel  of  this  committee  is  now  as 
follows : 

Dr.  Bradford  Noyes,  Jr.,  chairman,  Taylor  Instrument  Cos.,  Rochester,  N.  Y. 
W.  L.  Ceounsb,  National  Wholesale  Druggists’  Association,  Washington,  D.  O 
Friend  Lee  Micexb,  State  department  of  health,  Hartford,  Conn. 

E.  F.  Mtjeuler,  Bureau  of  Standards,  Washington,  D.  C. 

Otto  W.  Schlbgelmllch,  Schlegelmilch  Bros.,  Long  Island  City,  N.  Y. 

P.  J.  Pecorella,  Pecorella  Manufacturing  Co.,  Brooklyn,  N.  Y. 

Maj.  Robert  Skelton,  major,  Medical  Corps,  United  States  Army,  Army  Base, 

Brooklyn,  N.  Y. 

John  M.  Smith,  Hahnemann  Hospital,  Philadelphia,  Pa. 

EFFECTIVE  DATE 

The  effective  date  for  new  production  was  set  for  June  1,  1932. 

CERTIFICATION  PLAN 

The  certification  plan  as  applied  by  the  Bureau  of  Standards  to 
commercial  standards  consists  in  the  compilation  and  distribution  of 
lists  of  manufacturers  who  are  willing,  when  requested  to  do  so,  to 
certify  to  purchasers  that  products  supplied  by  them  comply  with 
ail  the  requirements  and  tests  set  forth  in  nationally  recognized  com- 
mercial standards.  The  plan  is  also  applied  to  selected  Federal 
specifications. 

These  lists  are  available  on  request  to  individual  consumers,  con- 
sumer groups,  companies,  and,  in  fact,  to  any  prospective  puchasers, 
for  their  guidance. 

The  benefits  now  derived  from  the  use  of  specifications  by  large 
consumers  are  thus  made  immediately  available  to  the  small  con- 
sumer, with  incidental  advantage  to  the  larger  consumers  of  con- 
venience in  ordering  and  accepting  mateifial  with  fewer  laboratory 
tests.  The  manufacturer  also  benefits  from  the  well-known  econ- 
omies accompanying  “ mass  production.” 

The  lists  of  manufacturers  “ willing  to  certify  ” to  the  quality  of 
certain  commodities  are  made  by  corresponding  with,  as  nearly  as 
possible,  all  the  manufacturers  of  that  product  and  listing  only  those 
who  signify  their  willingness  to  certify  to  the  purchaser,  when  re- 
quested to  do  so,  that  the  commodities  delivered  actually  comply  with 
the  commercial  standard. 

Obviously,  the  purchaser  making  use  of  the  lists  of  “ willing  to 
certify  ” manufacturers  will  select  therefrom  such  manufacturers  as 
are  known  (or  assumed)  by  him  to  be  reliable. 

The  trend  toward  the  purchase  of  materials  of  certified  quality 
from  sources  shown  on  such  “ willing  to  certify  ” lists  supplies  added 
incentive  to  standardization  on  the  part  of  other  producers,  and  thus 
the  benefits  of  the  certification  plan  will  be  felt  by  purchasers  either 
directly  or  indirectly,  whether  or  not  they  make  use  of  the  plan 
themselves. 


CLINICAL  THERMOMETERS 
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INDEXING  TITLE 

The  self -indexing  title  appearing  in  the  upper  left-hand  corner  of 
front  page  of  cover  is  identical  with  that  used  in  the  Federal  Stand- 
ard Stock  Catalogue.  The  corresponding  Federal  Standard  Stock 
Catalogue  and  Federal  specification  group  classification  is  GG. 

COMMERCIAL  STANDARDS  PROCEDURE 

Industry  has  long  recognized  the  value  of  a wide  application  of 
specifications  developed  and  approved  by  nationally  recognized  or- 
ganizations. For  those  desirous  of  securing  this  result  the  Bureau 
of  Standards  has  a procedure  whereby  such  specifications,  properly 
indorsed,  maj^  be  printed  as  official  publications  of  the  Department  of 
Commerce  and  promulgated  as  “ commercial  standards.”  The  coop- 
eration of  the  Bureau  of  Standards  for  this  purpose  is  available 
only  upon  written  request. 

The  division  of  trade  standards  is  not  designed  to  act  as  a stand- 
ardizing body,  neither  does  it  engage  in  the  preparation  of  specifi- 
cations. Its  function  is  mainly  coordinatory  in  character,  since  its 
chief  mission  is  to  invite  attention  to  a standard  or  a specification 
which  any  branch  of  industry  may  recommend  for  promulgation 
on  a national  basis : to  determine  its  eligibility  for  promulgation ; to 
publish  and  broadcast  it  in  the  event  the  prerequisites  of  procedure 
have  been  met,  including  a satisfactory  majority  acceptance;  to 
facilitate  the  application  of  the  certification  plan  for  the  assurance 
and  convenience  of  the  purchaser;  to  provide  means  for  periodic 
audits  of  adherence;  and  to  cooperate  -^^ith  the  Bureau  of  Foreign 
and  Domestic  Commerce  in  determining  the  desire  of  industry  rela- 
tive to  translation  and  promulgation  of  such  specifications  as  a basis 
for  foreign  commerce. 

Commercial  standardization  parallels  simplified  practice  in  many 
respects,  although  there  are  certain  fundamental  differences  in  their 
objectives.  In  general,  it  may  be  said  that  a simplification  covers 
types,  sizes,  and  varieties  of  a commodity  which  are  retained  by 
industry  on  the  basis  of  demand,  whereas  a commercial  standard 
establishes  definite  requirements  as  to  grade,  quality,  or  dimensional 
tolerances  in  addition  to  and  distinct  from  any  limitation  of  variety 
desired  and  accepted  by  the  industry. 

ORGANIZATION  AND  DUTIES  OF  STANDING 
COMMITTEE 

In  order  to  carry  on  the  aims  and  desires  of  the  industry  in  the 
standardization  of  their  product,  a standing  committee  is  appointed 
at  the  general  conference.  This  committee  consists  of  members 
from  each  division  of  the  industry,  namely,  producers,  distributors, 
and  consumers,  and  thus  reflects  the  well-balanced  viewpoint  of  all 
concerned. 

The  members  of  the  committee  receive  all  suggestions  regarding 
the  commercial  standard  and  consider  its  revision  in  the  event  that 
such  action  is  desirable  and  mutually  beneficial. 

If  revision  is  unnecessary,  the  commercial  standard  is  reaffirmed 
in  its  existing  form;  but  if  any  important  changes  are  found  de- 
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sirable,  their  adoption  is  recommended  by  the  committee,  whereupon 
the  industry  is  again  solicited  for  written  acceptance  of  the  standard 
in  its  revised  form. 

The  committee  is  in  effect  a centralizing  agency  for  criticisms  and 
comments  regarding  the  commercial  standard  and  is  charged  with 
the  responsibility  of  recommending  revisions  to  keep  the  standard 
abreast  with  current  industrial  practice. 

The  proper  functioning  of  the  committee  requires  that,  when  nec- 
essary, its  members  be  willing  to  attend  meetings  held  at  some  central 
place,  although  in  most  cases  it  will  be  possible  to  conduct  the  work 
by  correspondence. 

When  deceptions  in  reference  to  the  commercial  standard  are  re- 
ported to  the  standing  committee,  it  applies  moral  suasion  or  such 
other  corrective  measures  as  seem  desirable.  The  Department  of 
Commerce  has  no  “ police  power  ” to  compel  adherence,  nor  follow-up 
inspection  to  check  conformit;/  thereto,  so  it  rests  upon  the  industry 
itself  and  the  standing  committee  to  do  all  in  its  power  to  encourage 
all  divisions  of  the  industry  to  follow  the  provisions  of  the  com- 
mercial standard  and  contribute  in  every  way  possible  to  its  general 
adoption  and  usefulness. 

YOUR  COOPERATION 

As  a producer,  distributor,  or  consumer  of  some  of  the  commodi- 
ties for  which  commercial  standards  have  already  been  established, 
you  are  in  a position  to  avail  yourself  of  the  benefits  arising  from  the 
use  of  quality  standards. 

The  first  step  is  a declara^on  in  favor  of  the  standard  by  record- 
ing your  intention  to  adhere,  as  closely  as  circumstances  will  allow, 
to  the  standards  for  those  products  which  you  may  buy  or  sell. 

The  receipt  of  your  signed  acceptance  will  permit  the  listing  of 
your  company  in  new  editions  of  the  commercial  standards  that  you 
accept. 

The  acceptance  of  a commercial  standard  is  an  entirely  voluntary 
action  and  applies  to  the  production,  sale,  and  use  of  stock  items. 
It  is  not  meant  to  interfere  with  the  introduction,  manufacture,  or 
sale  of  special  sizes  and  types  sometimes  required,  nor  to  restrict  the 
ingenuity  of  the  producer  in  the  employment  of  new  materials,  proc- 
esses, or  methods. 

Commercial  standards  may  be  procured  singly  or  in  quantities  at 
a nominal  price  from  the  Superintendent  of  Documents,  Washing- 
ton, D.  C.  Prices  will  be  furnished  upon  request. 

Trade  associations  and  individual  companies  often  distribute  large 
numbers  of  the  printed  standard  for  the  information  and  guidance 
of  their  members  or  customers.  In  such  cases  it  is  possible  to  extend 
the  scope  and  degree  of  adherence  by  urging  each  recipient  to  send 
in  an  acceptance,  bearing  in  mind  that  the  practical  value  of  any 
standardization  is  measured  by  the  observance  it  receives. 

An  acceptance  form  for  the  commercial  standard  herein  covered 
is  included  on  page  15. 


(Cut  on  this  line) 


ACCEPTANCE  OF  COMMERCIAL  STANDARD 

Please  sign  and  return  this  sheet  to  Division  of  Trade  Standards, 
Bureau  of  Standards,  Washington,  D,  C. 


Date 

Division  of  Trade  Standards, 

Bureau  of  Standards, 

W ashing ton^  D.  C. 

Gentlemen:  We,  the  undersigne(i,  do  hereby  accept  the 
original  draft  of  the  commercial  standard,  as  our  standard 
practice  in  the  production,^  distribution,^  or  use"  of  clinical 

thermometers,  beginning , and  will  use 

our  best  effort  in  securing  its  general  adoption. 

To  permit  intelligent  review  of  the  effectiveness  of  the 
commercial  standard  every  year  by  an  accredited  committee 
of  all  interests,  working  in  cooperation  with  the  Department 
of  Commerce,  we  plan  to  supply  all  data,  upon  request, 
which  may  be  necessary  for  the  development  of  constructive 
revisions.  It  is  understood  that  any  suggested  modifications 
will  be  submitted  as  soon  as  formulated,  and  shall  not  be 
promulgated  until  accepted  in  form  similar  to  this  recom- 
mendation. 

Signature 

(Above  signature  should  be  in  Ink) 


(Kindly  typewrite  or  print  the  following  lines) 

Title 

Company 

Street  address 

City  and  State 

We  are  members  of  the  following  associations  or  other 
organizations  interested  in  the  production,  sale,  or  use  of 
clinical  thermometers. 


^ Please  designate  which  group  you  represent  by  drawing  lines  through  the 
the  other  two.  In  the  case  of  related  interests,  trade  papers,  colleges,  etc., 
desiring  to  record  their  general  approval,  the  words  “ In  principle  ” should  be 
added  after  the  signature. 
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TO  THE  ACCEPTOR 

In  signing  the  acceptance  blank,  please  bear  the  following  points 
clearly  in  mind : 

1.  Adherence. — The  Department  of  Commerce  has  no  regulatory 
powers  to  enforce  adherence  to  the  commercial  standards.  Instead, 
this  program  is  based  on  voluntary  cooperation  and  self-govern- 
ment in  industry.  To  make  this  specific  standardization  operate 
as  a satisfactory  example  of  self-government,  it  is  highly  desirable 
that  it  be  kept  distinct  from  any  plan  or  method  of  governmental 
regulation  or  control.  It  will  be  successful  according  to  the  degree 
to  which  manufacturers,  distributors,  and  purchasers  adhere  to 
its  terms  and  conditions. 

2.  The  industry'^s  ^responsibility . — The  department  cooperates  only 
on  the  request  of  the  industry,  and  assumes  no  responsibility  for 
industrial  acceptance  or  adherence.  This  program  was  developed 
by  the  industry  on  its  own  initiative.  Its  success  depends  wholly 
on  the  active  cooperation  of  those  concerned. 

3.  The  acceptoTs  responsibility . — You  are  entering  into  an  en- 
tirely voluntary  arrangement,  whereby  the  members  of  the  in- 
dustry— the  distributors  and  consumers  of  the  product,  and  others 
concerned — hope  to  secure  the  benefits  inherent  in  commercial 
standardization.  Those  responsible  for  this  standard  realize  that 
instances  may  occur  in  which  it  will  be  necessary  to  supply  or  pur- 
chase items  not  included  therein.  The  purpose  is,  however,  to  secure 
wider  support  for  nationally  recognized  standards  covering  grade, 
quality,  and  other  characteristics  of  products.  Consumers  can 
make  the  program  a success  if,  in  their  purchasing,  they  will  make 
a definite  and  conscientious  effort  to  specify  in  terms  of  this  com- 
mercial standard. 

4.  The  departments  responsibility. — The  function  performed  by 
the  Department  of  Commerce  is  fourfold:  First,  to  act  as  a coordi- 
nator to  insure  adequate  consideration  of  the  needs  of  all  interests; 
second,  to  supply  such  assistance  and  advice  in  the  development  of 
this  program  as  past  experience  with  similar  programs  may  sug- 
gest; third,  to  solicit  and  record  the  extent  of  adoption  and  ad- 
herence to  the  standard;  and  fourth,  to  add  all  possible  prestige  to 
this  standardization  movement  by  publication  and  promulgation 
if  and  when  it  is  adopted  and  accepted  by  all  elements  directly 
concerned. 
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COMMERCIAL  STANDARDS 


CS  No.  Item 

0- 30.  The  commercial  standards  service 

and  its  value  to  business. 

1- 32.  Clinical  thermometers  (first  revi- 

sion). 

2- 30.  Mopsticks. 

3- 28.  Stoddard  solvent. 

4- 29.  Staple  porcelain  (all-clay)  plumbing 

fixtures. 

5- 29.  Steel  pipe  nipples. 

6- 31.  Wrought-iron  pipe  nipples  (first  re- 

vision). 

7- 29.  Standard  weight  malleable  iron  or 

steel  screwed  unions. 

8- 30.  Plain  and  thread  plug  and  ring 

gage  blanks. 

9- 29.  Builders’  template  hardware. 

10- 29.  Brass  pipe  nipples. 

11- 29.  Regain  of  mercerized  cotton  yarns. 

12- 29.  Domestic  and  industrial  fuel  oils. 

13- 30.  Dress  patterns. 

14- 31.  Boys’  blouses,  button-on  waists, 

shirts  and  junior  shirts. 

15- 29.  Men’s  pajamas. 

16- 29.  Wall  paper. 

17- 32.  Diamond  core  drill  fittings  (first 

revision)  (in  preparation). 

18- 29.  Hickory  golf  shafts. 

19- 32.  Foundry  patterns  of  wood. 

20- 30.  Staple  vitreous  china  plumbing  fix- 

tures. 


CS  No.  Item 

21- 30.  Interchangeable  ground  glass  joints. 

22- 30.  Builders’  hardware  (nontemplate). 

23- 30.  Feldspar. 

24- 30.  Standard  screw  threads. 

25- 30.  Special  screw  threads. 

26- 30.  Aromatic  red  cedar  closet  lining. 

27- 30.  Plate  glass  mirrors. 

28- 32.  Cotton  fabric  tents,  tarpaulins,  and 

covers. 

29- 31.  Staple  seats  for  water-closet  bowls. 

30- 31.  Colors  for  sanitary  ware. 

31- 31.  Red  cedar  shingles. 

32- 31.  Cotton  cloth  for  rubber  and  pyroxy- 

lin coating. 

33- 32.  Knit  underwear  (exclusive  of  ray- 

on). 

34- 31.  Bag,  case,  and  strap  leather. 

35- 31.  Plywood  (hardwood  and  eastern  red 

cedar). 

36- 31.  Fourdrinier  wire  cloth. 

37- 31.  Steel  bone  plates  and  screws. 

38- 31.  Hospital  rubber  sheeting. 

39- 32.  Wool  and  part  wool  blankets  (in 

preparation). 

40- 32.  Surgeons’  rubber  gloves  (in  prep- 

aration). 

41- 32.  Surgeons’  latex  gloves  (in  prepax*a- 

tion). 


Notice. — Those  interested  in  commercial  standards  with  a view  toward 
accepting  them  as  a basis  of  everyday  practice  in  their  industry,  may  secure 
copies  of  the  above  standards,  while  the  supply  lasts,  by  addressing  the  Division 
of  Trade  Standards,  Bureau  of  Standards,  Washington,  D.  0. 


